[Sorption unit for regeneration of dialysis solution in artificial kidney].
The authors present the results of the tests of an adsorption unit model for a renal dialyzer comprising ligand-metabolic material. The solution is effectively purified of urine, ammonium, creatinine, uric acid, sulphates and phosphates. Hydrodynamic properties of the unit were investigated. The resistance of the unit in operating condition does not exceed 150 mm Hg.